STATE PUBLIC HEALTH LABORATORY By Carol Day at 1:57 pm, Sep 23, 2013
BREATH ALCOHOL PROGRAM

" DATAMASTER MAINTENANCE REPORT REPORT 24

MISSOURI DEPARTMENT OF HEALTH AND SENIOR SENVICES [RECE]VED

Complete this ropan at the tima of the 1eqular monthly praventive inaintenancs chack (nof 1o exceed 35 days),
Camplate this ropost whanaver thoe instrument Is servicad or repaltad and whenover i 15 placed into service,
Retain tha original and send a copy within 15 days 1o the Breath Alcohal Program, DHSS.

DAIAVAL T4 51 HAME DT AGERCY THORE O AP o0
204170 Harrison Co. Law Enf. Center, Bethany 09/08/2013
LOCAT GF INGTAUMENT (STREET AND CHY o e o wasrEC RN
2920 North Shamrock Road, Jeflerson City 13:40

CHECKLIST: Place a mark in the box by each llem il found to ba saiisfactnry';;r'?f aporaling within eslablished imils. (Write in observed valuas
wiere detarmined.) Uninarked itoms must bo corrected belore using stmment,

M DIAGNOSTIC CHEGK {PRINTOUT ATTACHED) DATE AND TIME (from grintoul)  09/09/2013 @ ..1.3:40_7. -
M| COMPUTES [ DETECTOR
] PROGRAM FILTFRS
| HEATERS SAMPLE CHAMBER +49°C v L’JUARTZ STANDARD
FLOW DETECTOH CALIBRATION
PUMP HIGH SPEED PHINTER
IV} INDICATOR LIGHTS )
SIMULATOR SOLUTION SUPPLIER __RepGo Marketing oo LOTH 13001 0 EXP.DATE | 03/07/2015
SIMULATOR TEMP (34°C « 0.2°C) .. #3900°C _ gusnatonsy _ DRS3TS  gxp pATE | 04/15/2014

/] CALIBRATION CHECK — {ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run hrea tests using a standard selution. All Hieen tosls must bo within £5% of the standard valie and musl ive a spread of 005 or
lpss. Mark the box corresponding 1o the slandard solution baing used. (PRINTOUT ATTACHED)

(7] ¢.100% STANDARD - MUST READ BETWEEN 0.095% AND 0, 105% INCLUSIVE

[10.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
[110:0:40% STANDARD - MUST BEAD BETWEEN 0.030% AND 0.042% INCLUSIVE

TEST | & 102 ITEST 2w 103 TEST3 &

Wi PERFORM R.F TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BAEATH TESTS IN THE FOLLOWING BANGES SINGE THE LAST MAFNTEN}ANCE REPORT:
{D0 NOT INCLUDE SE_LF'ADMIN[STERED_TESTS)

REFUSALS 0 [{0-.04) 0 [(.ns-.om 0 ](.m-.m} 0 {.15-.19) 0 OVER.19 0

LIST ANY HI Y AAELS ALD DESCRIBE ANY ATERATION O MODITIGATION THAT WAS HADE 16 NS TOmE TR TRTRGE T0 OPERATE BATISFAGTORILY AND WETHIN £STABEISHED LIMITS
{USE OTHEA SIDE i# HECEGSARY),

SHWATURE PRINE FUEE hearse

> Qi UL Dewayne D. Carver
THPE A PERRET MG Pl DAL 7 YELERHOHE RORBER o }

230107 05/28/2015 {573) 751-4722 e
HETUIN COMPLETED REFORT TO THE: Breath Alcohol Program, MO Duparment of Health and Sanlor Services, Soulheas! Distict Offica

2675 Jamues Blvd,
Paplar Blull, MO 63601
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REPCO MARKETING INC.

3101-188 STONYBROOK BRIVE
RALEIGH, N.C. 27604
| 919-876.5480

CERTIFICATE OF ANALYSIS

MANUFACTURER AND SUPPLIER: RepCo Marketing, Inc.
LOT NUMBER: 13001
EXPIRATION DATE: March 7, 2015 at 11:59 p.m.

RepCo Marketing, Inc. certifies the following: ‘ ’

RepCo Marketing, Inc. manufactured, tested and supplied Lot Number
13001 _ of Alcohol Certified Solution for simulators. Random samples of said lot -
number were analyzed by an independent laboratory utilizing a gas chromatograph
and found to contain __.1215 -~ gms/dl +/-.003 gms/dl wtfvol ethanol (95%

Confidence). .
The alcohol and distilled water used in the solution were found to be free of

any interferring substance. _
~ This solution will produce a vapor alcohol value of L1080 +/-3% gms/210L
Breath when heated to 34 Degrees Celsius +/-0.2 Degrees Celsius in a simulator

(95% Confidence).
The date of manufacture for this lot number is Marech 8, 2013

The'expiration date for this lot number is __~_March 7, 2015 at
11:59 p.m.,

This document is a true representaz' on of the original Certificate of Analysis.

Cecil B. Garner, President
RepCo Marketing, Inc.

Formn RM 02
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FACE THIS SIDE DOWN - THIS EDGE IN FIHST FACE THIS SIDE DOWN TH!S EDGE lN FIF{ST

BAC DataMaster BAC DataMaster
Evidence Ticket Evidence Ticket

HISSOURT STRTE HIGHURY PATROL HISEOURT STATE HIGHUAY PATROL
BAC IATANASTER SERIAL NUMEER 264178 EAC DATHINSTER SERIAL MUMEER £04176
B3890 _ ek E R ¥t
TESTING OFFICER: ARREST TIME: fim:
CARVER - HEWAYHET SUBJECT HAME:
H

OFFICER I.TL: o

PERMIT HUMBER: oomicd DOB: 9]-81-81 TEMT K
ESPIRATION, IATE: 85.53715 STATEATL L, ! KHrH
MIZCELLRHEOUS DRTA: AREESTIMNG OFFICER:
1B VAPOR ACCURACY CHECK X
FEPCO METE LOT {2661 EUF ESTARRLS OFFICER I.0.1 %
TEXTING OFFICER:
~ EUFERVIIOR 0 FOOE ——— CARVER-BEMAYHE-T

OFFICER 1.D.3 041

FLAMK TEST pEisis 12245 PERMIT HUMBER: oaBimi

IHTERMAL STARDRRD VERIFIED 13149 EXPIRATION DATE: A5-28-15

EXTERMAL =2TAMINED AEE 1349 MISCELLAMEDIS DATA:

BLAMK TE=T slel] “1315R RFI TEZRT

EHTERMAL ZTANDBRRTD . Bt i 13568

ELAME TEZY ERfele] a5 —-— EREATH BHALYSIS ~——

ESTERNAL STANDRRD L 1Ez 12131

BLAMK TE=ET . B izgism FLAME TEST o FIEG 354

U OIMTERHAL ZTRMNDSRD YERIFIED I7:54

= e EUBAELT ZANPLE o B 172154
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